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CERTIFICATE OF ANALYSIS

MANUFACTURER AND SOUPPFLIER: RepCo Marketing, Yac.
LOT NUMBER: 11801
. EXPIRATION DATE: Aprll2, 2014 at 11:59 pm.

RepCo Marketing, Inc. manufactured, tested and sapphied Lot
Number 12001 of Alechol Cextified Solution for simulstors. Random
samples of said lot momber were analyzed by an mdependent Inbomiory
utilizing a gss chromatograph and foemd fo contain _ 1265 gns/dl -+
003 pr/dl wi/vol ethanol (95% Confidence).

The alvohol and distitled water used mn the solution weae found to be
free of any interferring substance. |

This solution will produce a vapor sicobol value of 108 +-3%
gnmﬂlBL'Brwﬂ:whmhﬁadeDengekimH—ozDggrm&m
in a simuplator (95% Confidence).

'Ihedamﬁmm:&cttﬂeﬁarﬂnslutmber:sAprBB, 2012,
The expirmion date for this lot oumber is __Aprit 2, 2014
at 11:59 p.aon
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otate of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE It

BRANDON ROMANS

I8 hareby authorized to instruct and superviss operalors, train Instructors, inspect,
calibrate, parform field repairs, and operate the following breath analyzer{s):

DATAMASTER

for the determination of the alcohotic content of blood from a sample of explred (alveoiar)
air. issued under the provislans of sections 577.020 through 577.041, R&Mo 19886.
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